T he miniaturization of medical devices has enabled the development of new approaches for the diagnosis and treatment of human diseases 1, 2 . For instance, smart pills are being used to image the gastrointestinal tract [3] [4] [5] , distributed sensors are being developed to map the function of the brain 6, 7 , and microscale robots are being designed to access organs through the bloodstream 8 . Although substantial progress has been made in endowing microscale devices with the capability of sensing their environment, performing biopsies and releasing drugs 1, 4, 9, 10 , a major challenge remains in the way these devices communicate with the outside world.
T he miniaturization of medical devices has enabled the development of new approaches for the diagnosis and treatment of human diseases 1, 2 . For instance, smart pills are being used to image the gastrointestinal tract [3] [4] [5] , distributed sensors are being developed to map the function of the brain 6, 7 , and microscale robots are being designed to access organs through the bloodstream 8 . Although substantial progress has been made in endowing microscale devices with the capability of sensing their environment, performing biopsies and releasing drugs 1, 4, 9, 10 , a major challenge remains in the way these devices communicate with the outside world.
Existing technologies are limited in their ability to precisely determine the location of microscale devices inside the body and communicate with them in a location-specific manner. For example, current techniques based on radio frequency (RF) signals 9, [11] [12] [13] [14] [15] are limited in their resolution and ability to localize multiple devices due to the strong dependence of signal propagation on tissue properties and the close proximity of triangulating RF receivers to the implant. Meanwhile, approaches based on direct detection of magnetic fields generated by devices bearing permanent magnets or coils have a limited detection range 11 , involve millimetre-sized architectures [16] [17] [18] [19] [20] [21] [22] [23] , and have not been applied at the microscale. Alternatively, device imaging using methods such as X-ray computed tomography [24] [25] [26] , positron emission tomography 27 , magnetic resonance imaging (MRI) 11, [27] [28] [29] [30] and ultrasound 9, 11, 27, [31] [32] [33] [34] are limited by the properties of each modality-such as the presence of background contrast or the use of ionizing radiation-with limited opportunity for information transfer to and from the device.
Here, we present an alternative approach to microscale device localization based on concepts from nuclear magnetic resonance. In particular, the magnetic-field-dependent precession frequency of nuclear spins allows their location in space to be encoded through the application of magnetic field gradients. This allows MRI to visualize signals from nuclear spins located throughout a specimen with ~100 µ m resolution. We hypothesized that, by designing microscale devices whose output frequency could shift with the magnetic field, they too could be localized, read out and controlled with MRI-like precision. This would enable the development of indigestible or injectable sensors and actuators whose locations in the body could be pinpointed while they provide a readout of local physiological variables such as pH, pressure, temperature, electrical potential or concentration of certain analytes, or execute interventions such as releasing drugs, applying electrical stimulation or ablating tissue. Critically, multiple devices such as this distributed throughout the body or tissue could be addressed simultaneously. To test this concept, we developed a prototype device using a standard complementary metal-oxide-semiconductor (CMOS) process. Because it operates analogously to magnetic spins, we call this technology addressable transmitters operated as magnetic spins (ATOMS). We characterize the behaviour of ATOMS in 1D and 2D localization experiments, achieving sub-millimetre resolution. Finally, we demonstrate its potential for accurate localization in vivo.
ATOMS concept
MRI measures signals from ensembles of nuclear spins, each of which can be thought of as an atom-sized transmitter resonating at a magnetic field dependent frequency (Fig. 1a) . A magnetic field gradient is applied such that spins in one location resonate at a predictably different frequency from spins at another location. Applying gradients while receiving signal from the full ensemble of nuclei allows the use of frequency shifts to assign signals to specific locations in space. Conversely, one can excite spins selectively by applying field gradients during frequency-specific transmission.
We reasoned that by creating silicon ATOMS circuits that mimic the behaviour of nuclear spins, we would be able to localize devices containing such circuits in space using magnetic field gradients (Fig. 1b) . This would allow the devices to transmit information or receive commands via RF signals in a spatially specific Localization of microscale devices in vivo using addressable transmitters operated as magnetic spins Nature Biomedical eNgiNeeriNg manner (Fig. 1c) . Similarly to nuclear spins in MRI, this approach could allow multiple identical devices at different locations to be addressed in parallel, wherein ATOMS devices at different locations transmit and receive signals at distinct frequency shifts. Importantly, unlike MRI, a strong static polarizing magnetic field is not required, as ATOMS oscillations can be powered by internal or external energy sources. Also, unlike other RF localization methods, the spatial resolution of this approach would not be limited by RF wavelengths or tissue parameters.
In this work, we provide a proof of concept for the basic capabilities of ATOMS by designing, developing and testing an integrated circuit capable of encoding its position inside a magnetic field gradient in its oscillation frequency, and demonstrating 2D localization using frequency encoding. As discussed below, this core capability serves as the basis for engineering future ATOMS devices that can be addressed spatially in three dimensions using techniques analogous to MRI pulse sequences-frequency encoding, phase encoding and selective excitation-to be combined with separately developed local sensing and actuation functionality.
The basic operation of our proof-of-concept device consists of three phases: the magnetic, excitation and transmission phases (Fig. 1d) . During the magnetic phase, ATOMS devices sense, process and store the applied magnetic field at each of their locations. The excitation phase starts when the RF pulse is applied. The frequency of the RF pulse f 0 is acquired, and the devices start oscillating at the same frequency. The transmission phase follows, during which each device emits a signal with a shifted frequency proportional to the measured magnetic field.
results

ATOMS chip architecture.
The system architecture of our ATOMS chip consists of a magnetic sensor, a two-stage chopper amplifier, an analog-to-digital converter (ADC), a phase-locked loop (PLL), a power amplifier (PA), an on-chip coil, and a control logic with digital signal processing (DSP) (Fig. 2a) . A base frequency of 500 MHz (f 0 ) was chosen based on compatibility with available equipment.
The magnetic sensor is an on-chip split-drain magnetic fieldsensitive field-effect transistor (MagFET) that measures the applied magnetic field orthogonal to the chip (B Z ). This Hall-effect device generates a differential current Δ I proportional to B Z and the bias current I MS
35
. The MagFET's output is amplified by a trans-impedance amplifier (TIA) and a low-noise amplifier (LNA). To minimize noise at low frequencies, a chopper amplifier is formed by adding chopper modulators in the TIA and the LNA. The output of the ) is applied, randomly oriented nuclear spins align to B 0 and start precessing at a known frequency f 0 (Larmor frequency). Then, after excitation by an RF signal at f 0 , the nuclear spins radiate back a signal at a frequency that is shifted relative to f 0 proportional to an applied magnetic field gradient. Thus, their location can be determined by mapping the received signals in space. b, Addressable transmitters operated as magnetic spins (ATOMS) mimic the behaviour of nuclear spins in MRI. It is important to note that B 0 (the magnetic field generated by the superconductive MRI magnet) is not required. c, ATOMS are microscale devices capable of power harvesting and communication at magnetic field-dependent frequencies. When multiple ATOMS are in an animal or patient, their locations are discerned by applying a magnetic field gradient. Three separate ATOMS chips are labelled a1, a2 and a3. d, ATOMS sense and store the applied magnetic field at each of their locations before excitation. When the RF signal is applied, they start oscillating at the same frequency f 0 . After the RF excitation is turned off, they emit a signal with a shifted frequency proportional to the measured magnetic field. MP, magnetic phase; EP, excitation phase; TP, transmission phase.
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amplifier is then digitized for processing (for example, averaging) and storage. The on-chip coil acquires the excitation RF signal and emits the response of the chip. The PLL uses a ring oscillator instead of an LC oscillator to reduce area and power consumption at the expense of higher phase noise. However, the phase noise constraints can be relaxed by adjusting the bandwidth of the external receiver. An oscillation detector is included to sense the presence of the RF pulse and to enable control of the PLL loop. During the excitation phase, the chip closes this loop for frequency acquisition and synchronization, where the PLL locks the internal oscillator to the RF pulse. During the transmission phase, the chip opens the PLL loop, shifts the frequency of the internal oscillator proportional to the measured magnetic field, and feeds the oscillator's output to the PA for transmission. To generate frequency shifts, a current digital-toanalog converter with a 6-bit resolution is used. The control logic manages the whole operation of the chip and processes the measured magnetic field.
In this work, we focus on integrating the critical components of the system in a single chip: the magnetic sensor, amplifiers, PLL, PA and the on-chip coil for frequency locking and radiation. The ADC and control logic have more relaxed requirements due to the low processing speed (up to a few kHz), and can be integrated into the system in future versions with minimal impact on size and power requirements. The chip was fabricated in a standard 180 nm CMOS process and occupies an area of 1.8 × 1.2 mm (Fig. 2b,c) .
The on-chip MagFET has a size of 20 × 28 μ m, a measured sensitivity of 3.29% T −1 (defined as Δ I/I MS B Z ), and a measured total input referred noise of 625.48 μ T between 2 Hz and 100 kHz. The TIA and LNA have a gain of 317.38 kΩ and 25 dB, respectively. The overall bandwidth of the amplifier is 1 kHz, and the chopper frequency is set to 763 Hz. These results translate to a sensitivity of 5.48 V T −1 at the output of the LNA. The on-chip coil has a size of 420 × 420 μ m and a quality factor of 4.6 at 500 MHz. The PLL has an integrated root mean square jitter (10 kHz-10 MHz) of 60 ps when it is locked and 308 ps when it is unlocked. The minimum frequency shift is set to 1.4 MHz for a total range of 88.5 MHz centered at f 0 . The power consumption of the chip is dominated by the magnetic sensor, the internal oscillator and the radiation elements, and it is measured to 
be 339 μ W on average. While power is provided externally in this design, such low power consumption allows wireless power delivery in future versions. An external ADC with 12-bit resolution and sample rate of 763 Hz is used for all our measurements. The control logic and DSP are implemented in an external field-programmable gate array (FPGA). The controller runs at 1 MHz to transmit 150 bits via a serial interface, and the DSP runs at 763 Hz.
Electrical characterization of the ATOMS chip. We characterized the performance of the ATOMS chip using the test setup shown in Fig. 3a . The chip was placed in a printed circuit board (PCB) to connect to the ADC, FPGA and power supplies. We used the wired output of the chip to only measure and evaluate the response of the system during the excitation phase in initial electrical characterization. All other measurements were taken from the wireless signal picked up by the external receiver coil. We used a permanent magnet to generate the magnetic field gradient, which was mapped using a gaussmeter. The ATOMS chip first measured the local magnetic field and used a moving-average filter of 128 samples at 763 Hz (implemented in the FPGA) to reduce noise. The internal oscillator, during this phase, oscillated at its natural frequency. When the excitation RF pulse (400 μ s pulse width) was applied, the chip wirelessly detected its presence, locked the internal oscillator to this signal, and measured its frequency. When the RF pulse was removed, the chip sensed this transition and shifted its oscillation frequency for transmission (Fig. 3b) . Note that the latency in communication between the chip and the external control logic (FPGA) caused a delay of ~35 μ s in frequency encoding due to the use of a serial interface for data transfer; during this time the PLL was opened and the oscillation frequency briefly returned to its initial value. For this experiment, the output of the chip was measured for 800 μ s at 31 different values of the magnetic field using a real-time oscilloscope with a sampling rate of 10 GHz.
The spectral profile of the chip at thirteen magnetic field strengths is shown in Fig. 3c . As expected, the oscillation frequency of the chip changed proportional to the field strength. It showed a full width at half maximum (FWHM) or 3 dB bandwidth of 600 kHz. A linear relationship between oscillation frequency and magnetic field was revealed in the range of 480-520 MHz and 40-170 mT (Fig. 3d) . For each field strength, the oscillation frequency was estimated by calculating the centre frequency of the peak of the power spectral A permanent magnet was used to generate the magnetic field gradient. The excitation RF signal with a pulse width of 400 μ s was produced using a signal generator. The response of the chip was captured by a receive coil, amplified by an LNA, and analysed using a spectrum analyser and a real-time oscilloscope. The receiver reading window was set to 800 μ s. A second signal generator was used for pulse modulation and synchronization between transmitter and receiver channels. Sig. gen., signal generator; MN, matching network; FPGA, field-programmable gate array; PCB, printed-circuit board; V, voltage; I, current; PC, personal computer. b, Frequency response during excitation phase and transmission phase, showing frequency acquisition and frequency encoding for three magnetic field magnitudes. c, Spectral profile of the ATOMS chip at 13 magnetic field strengths, showing the power spectral density (PSD) as a function of frequency. The arrow indicates an increase in the magnetic field B Z . d, Oscillation frequency of the chip as a function of the magnetic field and its linear regression.
Nature Biomedical eNgiNeeriNg density (PSD); then a linear fit was calculated. We defined a parameter to represent the relationship between the oscillation frequency of the device and the magnetic field, calling it its gyromagnetic ratio, γ ATOMS , by analogy to nuclear spins. The ATOMS chip has a measured γ ATOMS of 255.1 MHz T −1 . 1D localization. To evaluate the spatial localization performance of ATOMS, we first performed a 1D localization experiment using the test setup described above, with the chip at 3 different positions along the same axis (Fig. 4a) . The magnetic field profile generated by the permanent magnet, B Z = g(x), is shown in Fig. 4b . The chip's output signal, whose frequency shifted according to the field at its location and γ ATOMS , was measured wirelessly. As expected, the chip generated different frequency shifts Δ f for each position (Fig. 4c) . We could then obtain the location of the device according to:
1 0
ATOMS
where g −1 is the inverse function of B Z and Δ f 0 is the frequency shift offset (Supplementary Fig. 1 ). The resulting localization is shown in Fig. 4c (bottom) . Notably, the width of the spectral response at each position increased with distance from the permanent magnet due to the field gradient decreasing as a function of this distance. The position of the chip was estimated as the centre value of the peak of the PSD in space. The true and estimated positions for all three locations, and the FWHM as a function of the magnetic field gradient are shown in Fig. 4d ,e. The standard deviation of the estimated location σ x across 32 independent measurements and the error of the estimate relative to the true location at each point are shown in Fig. 4f , respectively.
2D localization.
Next, we performed a 2D localization experiment using the test setup shown in Fig. 5a . We used two permanent magnets (M 1 and M 2 ) to apply magnetic field gradients in two different directions (Fig. 5b,c) . Adding and removing one magnet at a time allowed us to apply a sequence of two field gradients, analogous to the design of pulse sequences in MRI. The frequency response of the chip in each gradient defined a curve of possible positions corresponding to a specific magnetic field magnitude (B Z 1 and B Z 2 in Fig. 5a ). We defined the functions P x y ( , )
and P x y ( , )
as the mapping of the PSD of the chip's response into the 2D magnetic field space of M 1 and M 2 , respectively. We then obtained the 2D position from the centre of the peak of = ∕ ∕ ( )( )
, representing the point of intersection.
We used this system to track the location of an ATOMS chip while translating it in space to write the letters C, I and T. As expected, the three letters can be clearly identified (Fig. 5d) . The estimated and true positions of the ATOMS chip at each measurement point are shown in Fig. 5e . A localization error of less than 250 μ m was measured for all cases (Fig. 5f ). Similar to the previous experiment, the error depended on the magnitude of the magnetic field gradient, with lower errors where the gradient is highest.
In vivo localization.
To establish the feasibility of ATOMS technology within the context of in vivo biological tissue, we localized our ATOMS device following subcutaneous implantation in an anesthetized mouse (Fig. 6a) . In preparation for this experiment, the chip was placed in the shaft of a small PCB and encapsulated using a silicon elastomer. We moved the chip to four different locations on 
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a single axis using a micropositioner. A stronger magnet was used to increase the effective field of view (FOV) to more than 12 mm by generating the magnetic field profile shown in Fig. 6b . Due to this new profile, the chip was tuned to accommodate the new magnetic field range by calibrating the magnetic sensor offset and reducing the overall gain of the system. In this case, γ ATOMS was measured to be 170.7 MHz T −1
. The PSD of the received signals exhibited four different peaks corresponding to the target locations (Fig. 6c) . A localization error of less than 500 μ m was measured for all cases (Fig. 6d,e) , and this error exhibited less positional dependence than previous experiments, in agreement with the more linear magnetic field. This experiment demonstrates that ATOMS-enabled devices can be localized in living biological tissues.
discussion
In this study, we introduce the concept of ATOMS-microscale devices that mimic the behaviour of nuclear spins to enable their spatial localization using the principles of magnetic resonance-and demonstrate the core element of this concept in vitro and in vivo. The ATOMS technology provides an elegant solution to the problem of locating and interfacing with microscale in vivo biosensors by decoupling the dependence of RF methods from body composition and time-sensitive parameters (for example, time of arrival or strength of received signal). As a result, it combines the benefits of frequency encoding using magnetic field gradients and highly sensitive RF receivers. Because ATOMS technology does not require a superconductive magnet, it offers a more affordable and simpler alternative compared to actual MRI methods that image nuclear spin precession.
The methods developed in this work can be extended to 3D localization of microscale devices using techniques similar to MRI pulse sequences (Supplementary Fig. 2 ). For a single ATOMS device inside a patient, 3D localization can be achieved by using a sequence of three magnetic field gradients in different directions (G X , G Y and G Z ) and performing frequency encoding in each dimension. For multiple ATOMS devices, 3D localization can be accomplished by using selective excitation, phase encoding and frequency encoding. For instance, selective excitation can be performed by applying G Z such that devices outside the slice of interest become inactivated for transmission by experiencing field magnitudes above a certain threshold. Phase encoding can be achieved by producing a phase shift (using a digitally controlled phase shifter) proportional to the magnetic field generated by G Y . Finally, frequency encoding can be performed by applying G X as described in the previous sections.
In the case of an angular misalignment of θ ° between B Z and the ATOMS device, a localization error can occur because the magnetic sensor measures the magnetic field orthogonal to its surface (that is, B Z cosϴ). To overcome this limitation, we can add an extra step in the pulse sequence where a uniform magnetic field B C is applied to provide 
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a correction factor for measuring B G Z , the magnetic field generated by G Z at the location of the chip (Supplementary Fig. 3 ). In this scheme, we first apply the reference field B C , and the device responds with a frequency shift Δ f MC , generated by the measured magnetic field B MC = B C cosϴ. We then apply G Z , and the device responds with Δ f MZ , generated by B MZ = B GZ cosϴ. Using both measurements, B G Z can be obtained from B C Δ f MZ /Δ f MC (see Supplementary Material for detailed derivation). This approach allows the correct estimation of the chip's location and orientation as long as the local magnetic fields perpendicular to the chip, B MC and B MZ , are above the noise floor of the magnetic sensor. For a single device, B C and G Z can be applied in two successive acquisitions. For simultaneous localization of multiple devices, both fields are applied consecutively in a single acquisition, where each device calculates the ratio of B MZ and B MC internally and responds with a frequency shift proportional to this ratio. Another approach is to use a 3D magnetic sensor in the chip. In this case, B G Z can be calculated by measuring all three components of the magnetic field and performing frequency encoding with the total field. Both methods can also be applied to phase encoding.
The noise of the magnetic sensor and the phase noise of the oscillator are the main factors that affect the minimum detectable frequency shift Δ f min and, therefore, the resolution of the system. It can be shown that, for frequency encoding, the theoretical spatial resolution is given by ). It is important to note that, in our current design, the magnetic sensor noise and oscillator phase noise are limited by the small power consumption befitting a wirelessly powered implantable device. Applications such as capsule endoscopy or minimally invasive surgery 1, 3, 5 , in which power can be supplied externally or via battery, present higher power budgets that would boost the performance of the sensor and oscillator, and therefore the resolution of the system.
The strength of the magnetic field gradient also impacts the localization resolution. Our experiments show an in vivo accuracy of ~500 μ m when the field gradient is ~10 T m −1 . Therefore, in our current implementation, a magnetic field gradient of ~5 T m −1 is required for 1 mm resolution. Field gradients of this magnitude are already in use in magnetic particle imaging instruments, with values as high as 7 T m −1 (ref.
36
). This resolution is larger than the MagFET sensor on our chip, meaning that localization is currently limited by noise rather than device dimensions.
The size of a fully wireless ATOMS device depends on the power delivery method and communication requirements. For instance, on-chip integration of RF power delivery components limits device size to the area of the power antenna. Current approaches use frequencies in the range of 0.9-2 GHz, which maximize power transfer to microscale devices in tissue 37, 38 , and use antennas with < 2 mm 2 areas 38, 39 . With a thickness of 100 μ m, the size of a device incorporating such an antenna would be ~0.2 mm 3 . Alternative power delivery methods, such as a battery or piezoelectric powering, could have a smaller footprint on the device, in which case device size would be limited by the on-chip radiating antenna used for communications. In our current device, this antenna has an area of ~0.2 mm 2 , which could be reduced at higher frequencies (single GHz range). Using the power requirements of our current device and available battery technology, with capacities greater than 65 µ Wh mm −3 (refs [40] [41] [42] ) an ATOMS device incorporating a battery smaller than 0.01 mm 3 could make more than 1,000 location measurements during its transit through the body (each measurement lasting 5 ms), such that total device size could be close to 0.03 mm 3 . Incorporation of control logic and ADC onto a fully wireless chip is not expected to significantly impact device dimensions or power requirements, since these circuit elements operate at kHz frequencies and can be designed to consume less than 1 µ W while occupying areas smaller than 0.017 mm 2 and 0.01 mm 2 , respectively 43, 44 . The in vivo experiments presented in this study provide a rudimentary proof of concept for magnetic gradient spatial encoding and RF communication in living tissue. Future experiments are needed to establish the range of possible ATOMS applications in light of parameters such as RF absorption and tissue movement. RF absorption in deep tissues will determine the size and power requirements of ATOMS antennae, with the estimates discussed above valid to depths of a few centimetres 37, 38 . Device motion inside the body will affect the spatial precision of localization. However, the timescales for performing a MagFET measurement, locking into a base frequency, and radiating a position-dependent signal, on the order of single ms, are well below the relevant timescales of breathing, heartbeat and gastrointestinal peristalsis. The fastest of these, cardiac wall motion, has a speed of ~50 mm s −1 in humans 45 , which would allow for a 20 ms ATOMS interaction to preserve sub-millimetre spatial precision. Although rotational motion could also play a role in ATOMS devices using a reference field measurement to account for MagFET alignment, rotation is expected to be severely restricted in most tissues for micrometre-to-millimetre scale devices.
With precise localization in vivo, ATOMS-enabled devices can act as real-time sensors and actuators for diagnosis and therapy. For sensors, information about the measured quantity can be encoded in the device's transmitted output via amplitude or time modulation. For actuators, slice selection in three dimensions can activate a therapeutic event for ATOMS-enabled devices located only at a specific spot in the body.
Outlook
In summary, our results establish the concept of microscale silicon devices mimicking the physical behaviour of nuclear spins to enable their localization inside the body, and provide a proof of concept by localizing a device smaller than 0.7 mm 3 in vivo with sub-millimetre precision. The ATOMS technology combines the benefits of RF communication with the simple spatial encoding offered by magnetic-field gradients. In addition, it enables external control and adaptation of the spatial resolution by programming of γ ATOMS and G Z . The integration of ATOMS with microscale biological sensing and actuation technologies will enhance the development of a wide range of biomedical applications, from distributed localized monitoring of biologically relevant biomarkers to targeted release of therapeutic agents and tissue imaging for disease diagnosis.
Methods
Test setup for bench experiments. The ATOMS chip was placed in a small daughter PCB and connected using wirebonds. This PCB was connected to a mother PCB which interfaces with the ADC, FPGA, and voltage and current sources. The PCBs were fabricated on a standard 4-layer 0.062" FR4 substrate. The outputs of the chip's LNA were buffered using an AD8512 dual amplifier from Analog Devices in a voltage-follower configuration. The buffered outputs of the chip were digitized by an AD7450 12-bit ADC from Analog Devices. The FPGA was a Cyclone IV EP4CE115F29C7 from Altera, and was integrated in a DE2-115 development board from Terasic. The FPGA interfaced directly with the ADC, processed the digitized data and controlled the operation of the chip. The FPGA code was written in Verilog HDL. A MSO7104B mixed-signal oscilloscope from Keysight was used to visualize the output of the chip and other control signals.
The RF pulse was applied via a 4-turn coil which was connected to a matching network. The coil had a diameter of 5 mm and was manually wounded using copper wire with a diameter of 320 μ m. The coil was aligned with the chip and placed at ~3 mm distance from it. The RF signal was generated by a MG3694B signal generator from Anritsu and was amplified by a ZHL-20W-13SW + power amplifier from MiniCircuits. Semirigid coaxial cables were used to connect the coil and matching network to the output of the power amplifier. The RX channel used a second coil which is similar to the transmit coil. A similar matching network was also used. The signal from the chip was picked up by the coil and amplified by a chain of 3 ZX60-P33ULN + low-noise amplifier from MiniCircuits. The output of the amplifier is sent to a DSA90804A real-time oscilloscope and an E4440A spectrum analyser, both from Keysight. Pulse modulation of the RF signal and synchronization between TX and RX channels were performed using a Keysight 33522B waveform generator. The whole test setup was automated and controlled by a custom script written in MATLAB. The magnetic field was generated using an NdFeB grade N40 magnet from MAGCRAFT, with a size of 0.5" diameter × 1" length. The distance between the chip and the magnet was controlled by moving the magnet using a micropositioner.
Test setup for in vivo experiments. For the in vivo experiment, the interface with the chip was modified as follows. A small PCB with a shaft on a standard 4-layer 0.062" FR4 substrate was designed to hold the chip for insertion. The shaft had a length of 32 mm and a width of 3.55 mm before encapsulation. The chip was placed in the tip of the PCB's shaft and both were encapsulated using a silicon elastomer. The total width of the shaft after encapsulation was 4 mm. The PCB with the chip was inserted into the mouse and moved to target locations using a micropositioner. A shielded cable was used to connect this small PCB to the mother board and the rest of the test setup. The magnetic field was generated using an NdFeB grade N52 magnet from K&J Magnetics, with a size of 2" diameter × 2" length. The magnet was placed above the mouse. A transmit/receive coil was used to send the RF pulse and to pick up the response of the chip. Custom 3D-printed structures were designed to hold and position the small PCB, magnet and animal in place.
Chip silicon encapsulation. First, a layer of Sylgard-184 was applied on top of the chip to cover and protect the wirebonds, and it was cured at 75 °C for 60 min. Silastic MDX4-4210 was then used for encapsulation. Dip-coating was performed on the PCB's shaft with the chip, and it was cured at 75 °C for 60 min.
Animal procedures.
A small incision of 1.5 cm was made in the skin of the shoulder area of a female BALB/c wild-type mouse (> 30 weeks old) to insert the microchip. The mouse was anaesthetized during the entire experiment with an IP injection of ketamine/xylazine (100 and 10 mg kg −1 of BW, respectively). The incision area was shaved and cleaned before insertion of the microchip. An RF signal and a magnetic field was applied using a small antenna and a permanent magnet. The chip measured these signals and then radiated an RF signal back. This signal was picked up by the antenna to be analysed. The signal was measured for 5 min per location. A total of 4 locations were measured. One mouse was used in these experiments, since this was adequate to demonstrate device performance. This animal procedure was approved by the Institutional Animal Care and Use Committee of the California Institute of Technology.
Data and statistical analysis. The detection algorithm, fits and measurement figures were written and generated in MATLAB running on a standard workstation. Where replicate measurements were performed, the sample size was selected based on preliminary experiments to provide sufficient data for calculation of mean and standard deviation.
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